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Abstract - We propose a novel method to overcome signiricant
problems of baseline drift and sensitivity degradation in
amperometric biosensors based on oxidase enzyme reactions.
A novel glucose microsensor with a built-in electrochemical
oxygen manipulation microsystem is introduced to
demonstrate three novel functionalities; one-point in situ selfcalibration (zero-point), broadening of dynamic range and
increase in sensitivity. The influence of electrochemically
generated oxygen microenvironment on the sensor output
within a fluidic structure is investigated.
Keywords - electrolysis, bubble, oxygen, hydrogen

constant oxygen environment around the sensor with an
oxygen bubble generated by the same water electrolysis.

II. EXPERIMENT

The microsystem in Fig. 1 is composed of an on-chip
syringe, an on-chip calibrator, and a glucose microsensor.
An electrochemical instrument was used to provide the
chronoamperometric operation for the glucose sensor and
the galvanostatic operation for the water electrolysis
actuation and calibration. A pair of calibration electrode
provides a pair of oxygen and hydrogen bubbles for the
microsensor. To control this local environment surrounding
the microsensor, another actuation bubble within an onchip syringe was used to move these calibration bubbles
along the microchannel. The generation and collapse of the
actuation bubble give a bidirectional movement of the
calibration bubbles. The size of the counter chamber is
larg,er than that of the actuation chamber to avoid the
generation of unnecessary hydrogen bubbles using the
larger electrode in the counter chamber.
Fig. 2 shows the photograph of a fabricated fluidic
system. A thick photoresist was used to prepare a template
for the molding process of a poly-dimethylsiloxane
(PDMS) cover layer to include the microchannel structure.
The electrode substrate was a silicon wafer with a silicon
nitride layer coating. A platinum/titanium thin film was
deposited by e-beam evaporation and patterned by lift-off

I. INTRODUCTION

Significant problems of most biosensors, including the
glucose sensors, are unpredictable baseline drift and
sensitivity degradation during continuous use. The sensors
for longy-term use should employ a dependable, simple, and
convenient calibration procedure to verify accuracy and to
check functionality. Another major limitation in the use of
oxidase enzyme based biosensors is the dependence of
enzyme activity on background oxygen concentrations. To
overcome the latter problem, anaerobic operation of a
glucose sensor with pulse techniques was proposed [1]. The
use of a diffusion membrane to increase the oxygen/glucose
ratio [21 and electrons mediators to complete the enzyme
reaction without oxygen [3] is other examples to minimize
this oxygen dependency of enzyme reactions. However, all
these techniques still have the problems of baseline drift
and sensitivity degradation during long-term monitoring.
This study proposes for the first time a novel glucose
microsensor with an integrated electrochemical oxygen
manipulation microsystem within a fluidic structure to
achieve three novel functionalities simultaneously; (1) onepoint ii. sitiu self-calibration (zero-point), (2) broadening of
dynamic range, and (3) increase in sensitivity. The glucose
oxidase (GOD) reaction is as follows;
GOD
j-D-Glucose + 0,
> Gluconic acid + H2O2.
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The zero-point self-calibration can be done with a hydrogen
bubble which is generated at the calibration electrode by
water electrolysis. When the microsensor is surrounded by
the hydrogen bubble, this oxygen-depleted environment
does not allow the enzyme reaction to occur as in the
reaction above, thus mimicking a glucose-free sample for a
zero-point in situ calibration. The dynamic range and
sensitivity of the sensor can be improved by providing
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Fig. 1. Simplified cross-section and layout of the fluidic glucose
microsensor chip.
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Fig. 2. Photograph of the assembled microsystem.
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Fig. 4. Performance of the on-chip calibrator (left part of Fig. 1.).
Glucose sensor calibration curves with the hydrogen bubble (i.e., 0%
0°), 02 bubble (i.e., 100% 02), and aerated solution (i.e., 21% 02)
within the fluidic chip.

technique to define the electrodes. An amperometric sensor,
based on H202 detection, was prepared by immobilizing
GOD on the 2-electrode thin films.

bubble.

III. RESULTS & DISCUSSION

IV. CONCLUSION

Fig. 3 (a) is the dispensed volumes with respect to the
actuation current duration of the on-chip syringe, which is
directly proportional to the dislocation of the calibration
bubbles along the microchannel. It shows the volume
expansion of the oxygen actuation bubble to give excellent
linear relationships with respect to the duration of the
actuation current.
The sensor outputs were compared in Fig. 4 according
the three different oxygen environments, that is, when the
microsensor was covered by the hydrogen bubble, by the
oxygen bubble, and by a normal aerated solution,
respectively. The hydrogen bubble provided a zero-point
calibration environment (i.e., 0% oxygen) for the
microsensor, while the oxygen bubble provided a constant
background oxygen environment (i.e., 100% oxygen). The
outputs with the hydrogen bubble are virtually zero
regardless of the actual glucose concentrations in the
sample, since the necessary oxygen is not available from
the surrounding environment. Also, a wider dynamic range
and a higher sensitivity were obtained due to the constant
background oxygen environment provided by the oxygen

The controlled oxygen microenvironment by an onchip microsystem effectively manipulated the responses of
the fluidic glucose microsensor. This result suggests that
the one-point (zero-point) calibration is possible with the
hydrogen bubble, mimicking a glucose-free solution even
in the presence of glucose in the sample. Also a wider
dynamic range and a higher sensitivity are anticipated
utilizing the oxygen bubble to ensure that the reaction is not
perturbed by oxygen.

REFERENCES
[ I ] W. Sansen, J. Suls, M. Lambrechts, A. Claes, P. Jacobs,
and M. H. Kuypers, "Anaerobic Operation of a Glucose
Sensor by Use of Pulse Techniques", Proceedings of
Biosensors '92, Geneva, 156-162.
[2] P. U. Abel, T. von Woedtke, "Biosensors for in vivo
glucose measurement: can we cross the experimental stage",
2002, Biosensors & Bioelectronics 17(11-12), 1059-1070.
[3] D. A. Gough, and J. C. Armour, "Development of the
implantable glucose sensor. What are the prospects and
why is it taking so long?", 1995, Diabetes 44, 1005-1009.

5.0
4.0

E

/

3.0

~2

2.0

0

1.0

ffK
-

-'

-40rnvcm2

,.
-

-

-

0rnNctn2

-c-2

/. .
..

0.0

300
250
350
200
150
100
Actuation current duration (second)
Fig. 3. Performance of the on-chip syringe (right part of Fig. 1.).
Dependence of the dispensed solution volume on the actuation cufrent
duration.
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